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Abstract: In this paper we demonstrate the fabrication and electrochemical characterization 
of a microchip with 12 identical but individually addressable electrochemical measuring 
sites, each consisting of a set of interdigitated electrodes acting as a working electrode as 
well as two circular electrodes functioning as a counter and reference electrode in close 
proximity. The electrodes are made of gold on a silicon oxide substrate and are passivated 
by a silicon nitride membrane. A method for avoiding the creation of high edges at the 
electrodes (known as lift-off ears) is presented. The microchip design is highly symmetric 
to accommodate easy electronic integration and provides space for microfluidic inlets and 
outlets for integrated custom-made microfluidic systems on top. 

Keywords: microfabrication; lift-off ears; electrochemical applications; multiple 
measuring sites 
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1. Introduction 

In recent years there has been a dramatic increase in the number of reported lab-on-a-chip systems 
utilizing electrochemical techniques for the detection of a wide range of analytes, e.g., DNA, amino 
acids, peptides, drugs and even explosives [1]. The main reason for this increased interest is that 
electrochemical detection can easily be integrated on-chip, since it only requires the manufacturing and 
miniaturization of electrodes for which conventional microfabrication methods can be used. Moreover, 
the method is reliable, providing high sensitivity [2], as well as a high degree of specificity and 
selectivity, when appropriate modifications are applied. One other advantage is that the potential 
required to perform electrochemical analysis is low opening up the possibilities of developing portable 
battery operated point-of-care systems [3]. 

Electrochemical sensing is usually carried out in a 3-electrode system comprising a working 
electrode (WE) where the reactions of interest take place, a reference electrode (RE) in proximity to 
the WE to maintain a known and stable potential, and a counter electrode (CE) to facilitate electron 
transfer that is complementary to the processes taking place at the WE allowing the resulting current to 
pass through the electrolyte solution [2]. One of the most promising electrode geometries is 
interdigitated arrays of microelectrodes (IDEs), mainly in terms of detection sensitivity and the 
possibility for signal amplification [4]. The two fingers of the IDEs can be biased at the same or at 
different potentials depending on the application [5], rendering the platform very versatile. 

Regarding the choice of material, a great number of applications utilize gold WEs as they are easy 
to functionalise, e.g., by thiols, and relatively inert [6-8]. Typical REs are composed of Ag/AgCl with 
an internal electrolyte (KC1) and therefore their integration in microsensor devices is cumbersome and 
requires additional microfluidic channels and complex microfabrication steps. Due to the complexity 
of these designs there is usually only one measuring site per chip, which restricts the possible 
applications of these devices for lab-on-a-chip and especially point-of-care systems, where multiple 
measurements on a single sample are often needed. Furthermore, using an Ag/AgCl electrode might 
compromise the biocompatibility of the chip, if used for electrochemical detection from cell cultures or 
in vivo. Over long-term exposure to culturing media or physiological conditions, a possible release of 
Ag + ions and degradation of the electrode surface materials can occur [9]. For these reasons, Au is a 
preferred REs material when it comes to microsensors for biological applications. Moreover, gold 
electrodes have been extensively characterized and their electrochemical behavior is well known, not 
only for WEs, but also for the cases of REs and CEs. 

Although gold films are easily integrated into microfabrication processes, e.g., lift-off techniques 
and other micro-lithography based processes, there are still major issues related to gold electrode 
fabrication that need to be addressed. 

Metal lift-off, based on the removal of the excess gold by dissolving the resist on which the gold is 
deposited, is one of the most popular methods for creating gold electrodes due to its simplicity. A resist 
undercut is required in order not to create a continuous gold film so that lift-off is easier and negative 
tone resists or a chemical treatment of a positive tone resist can be used for the purpose [10]. However, 
a common problem with this technique is the appearance of ear-like structures at the edges of the gold 
(or other metal) patterns (known as "rabbit ears" or "lift-off ears"). The presence of lift-off ears renders 
additional microfabrication steps cumbersome and often impossible; this is particularly the case when 
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a thin film layer has to be deposited on top of these structures, as is the case in this work. Moreover, 
the sharp edges mean that a powerful electric field can be generated there, which can disrupt 
measurements involving electric fields in liquids. Therefore a reliable method for avoiding their 
formation is imperative. 

In order to monitor electrochemical reactions only at the electrodes and not also on the connecting 
wires, most of the chip's surface needs to be insulated, leaving openings only at the active electrode 
surfaces (and the contact pads). Materials used for the purpose can be dielectrics, e.g., silicon oxide 
and silicon nitride, or polymers, e.g., SU8 or polyimide. Silicon oxide and silicon nitride layers are 
preferred because of the ability to create thin layers and the ease in integration with other 
microfabrication process steps. The deposition of these materials is also well known and characterized 
in cleanroom processes. Good adhesion between the passivation material and the surface of the metal 
is needed in order to avoid creeping of liquid under the passivation layer. This can be an issue in itself 
for both silicon oxide [11] and silicon nitride but more so in relation to the existence of lift-off ears, 
which inevitably will have an effect on adhesion. 

In this paper we present a versatile and reproducible fabrication process for a microchip design 
having 12 identical sets of microelectrodes, each including an interdigitated WE, one RE and one CE, 
for use in various bioanalytical applications relying on electrochemical detection. We show how the 
effect of lift-off ears can be avoided by using an additional etching step before the metal deposition 
and how the use of a 500 nm thick layer of silicon nitride improves the stability and functionality of 
the passivation layer. The influence of the optimized fabrication process and electrode cleaning on 
high reproducibility of electrochemical processes is demonstrated using cyclic voltammetry (CV) and 
electrochemical impedance spectroscopy (EIS). Finally, examples of the functionality of the microchips 
in DNA hybridization and protein nanofibril-based glucose biosensing applications are shown. 

2. Experimental Section 

2.1. Chip Design and Fabrication Process 

The chip dimension was determined so that the number of chips patterned on a 4-inch wafer could 
be maximized to keep the fabrication costs sufficiently low. Due to this, the counter electrode to 
working electrode area ratio was decreased to 6.4 (for each side of the interdigitated electrodes) 
although a ratio of at least 10 would be more optimal. We also introduced a simple pseudo reference 
electrode on chip, fabricated simultaneously with the working and counter electrodes and show that 
this does not affect the electrochemical performance of the chip, even in applications where the 
reference electrode is modified during electrode preparation or measurements. The distances between 
the WE and CE and RE and WE were chosen in order to maximize the number of individual 
measuring sites and not after consideration of the IR drop; however, due to the small distances and the 
size of the WE the IR drop is generally small [12]. 

The microchip design was based on specific requirements regarding the number of desired 
individual measuring sites, the size of the electrodes in each measuring site, the space occupied by 
contact pads, on-chip wiring to the electrodes and space for integrating an individually addressable 
microfluidic electrochemical cell to each measuring site. Moreover, the on-chip wiring to the 
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electrodes was designed to be symmetric in order to simplify the construction of a miniaturized 
potentiostat to be integrated on a microfluidic platform holding the microchip for electrochemical 
measurements [5]. An additional design constrain was that cleanroom fabrication rules limited the use 
of metal to a maximum of 8%— 9% of the surface of a wafer. The design also allows for the fabrication 
of 12 microfluidic chambers connected by a smaller number of microfluidic channels to inlets and 
outlets on the chip. The microfluidic system will not be addressed in this paper. 

The width of and gap between the interdigitated electrodes (IDEs) was set to be 10 um, although 
the fabrication process was also tested on structures of 2, 3 and 5 um (width was always equal to the 
gap size). Each microchip contains 12 identical electrochemical measuring sites, each comprising an 
IDE, a reference electrode with a diameter of 50 um and a counter electrode with a diameter of 
700 um. The sizes of the RE and CE were chosen in order to satisfy space requirements in each 
measuring site and the need of having a CE with significantly larger surface area than the IDE [13]. 
An individual set of IDE, RE and CE can be seen in Figure la. To accommodate all the electrodes and 
the on-chip wiring, each microchip has the dimensions of 22 x 22 mm , facilitating fabrication of 
nine chips on a 4-inch wafer. The layout of a microchip is shown in Figure lb. 

Figure 1. (a) Optical microscopy image of a single measuring site with RE, CE and two 
working electrodes comprising an IDE, taken after the end of the fabrication process; 
(b) Layout of the microchip containing 12 measuring sites. 



22 mm 

< > 




(a) (b) 

The optimised fabrication process is schematically summarized in Figure 2. First, 500 nm of silicon 
dioxide were thermally grown on a standard single-polished silicon wafer in a drive-in furnace at 
1050 °C. All the metal structures, i.e., electrodes, wiring and contact pads, were defined by 
photolithography using a positive photoresist (AZ® 5214E from MicroChemicals GmbH, Ulm, 
Germany) with an image reversal process. After development the wafer was dipped in HF for 100 s in 
order to form a 150 nm deep isotropic undercut into which the metals (10 nm Ti and 150 nm Au) were 
deposited by electron beam evaporation. The HF dip was necessary in order to avoid the formation of 
lift-off ears at the edges of the metallic structures, as is shown in the results and discussion section. 
The structures were subsequently formed after lift-off in acetone. All non-active gold areas (the wiring 
from the electrodes to the contact pads) were passivated by 500 nm silicon nitride deposited by 
plasma-enhanced chemical vapour deposition (PECVD). Etching of the nitride from the active gold 
areas was done after another photolithographic step, again using an image reversal process, coupled 
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with a reactive ion etch (RIE). The photoresist used as the etching mask was removed by ultrasonication 
in acetone followed by intermediate rinsing with ethanol and final rinsing with deionised water. 

Figure 2. Summary of the optimised fabrication process. (1) 500 nm silicon dioxide are 
deposited on a silicon wafer; (2) The electrodes are patterned by photolithography and a 
HF dip creates undercuts at the locations where the metals are to be deposited; (3) 10 nm Ti 
and 150 nm Au are deposited by a thermal evaporation process and the electrodes are 
formed by lift-off; (4) 500 nm of silicon nitride are deposited by PECVD; (5) The nitride 
layer is patterned by photolithography and etched with RIE to open the electrode areas and 
the contact pads. 




During the optimization of the fabrication process we also tested the use of a 1 um thick PECVD 
deposited silicon dioxide layer as the passivation layer. A comparison of the two materials as 
passivation layers is presented in the Results and Discussion section. 

2.2. Atomic Force Microscopy Measurements 

A Nanoman Atomic Force Microscope (AFM) from Bruker Corporation (Billerica, MA, USA) was 
used in order to characterize the height of the lift-off ears at the edges of the metallic structures (mostly 
the IDEs). Images were taken at several positions on the wafer in order to determine whether the chip 
location on the wafer had an effect on the measured height. 

2.3. Electrochemical Characterization 

Prior to the electrochemical characterization the electrode chips were cleaned by treatment with a 
solution composed of 50 mM KOH and 25% H2O2 for 10 min, followed by a potential sweep of the 
IDEs from -0.2 to -1.2 V in 50 mM KOH at the potential scan rate of 50 mV/s to remove the gold 
oxides formed during the chemical cleaning [14]. 

To characterize the effects of the cleaning procedure on the electrode chips both electrochemical 
impedance spectra (EIS) and cyclic voltammograms (CVs) were acquired using an Autolab potentiostat 
(PGSTAT302N, Utrecht, The Netherlands) before and after every cleaning step in a solution containing 
10 mM of ferri/ferrocyanide ([Fe(CN)g] 3 ~ /4 ~) in phosphate buffer saline (PBS). For EIS recordings a 
sinusoidal perturbation potential (10 mV RMS vs. the open circuit potential) was applied between the 
on-chip CEs and IDEs of each measuring site in the frequency range between 200 mHz and 1 MHz. The 
CVs were recorded at the scan rate of 100 mV/s in the potential window from -0.5 to 0.5 V. 

To demonstrate that all of the 12 electrode sets on a chip are identical, CVs were acquired on each 
of the IDEs (the same electrolyte solution as above) using a CH1000A multichannel potentiostat 



Sensors 2014, 14 



9510 



(CH Instruments Inc., Austin, TX, USA). A potential scan rate of 100 mV/s was used in the potential 
window from -0.35 to 0.35 V. The on-chip RE and CE of each measuring site were used for the CV 
recordings. For EIS spectra showing the similarity between the 12 electrode sets the same parameters 
as for the characterization were used. 

Additionally, the DNA hybridization on the IDEs of the electrode sets was monitored with EIS 
using an Autolab PGSTAT302N potentiostat. Prior to DNA sensing the electrodes were cleaned as 
described above; however, the potential cycling was performed from -0.2 to -1.4 V. The chips were 
modified by overnight incubation in a humidity chamber at room temperature (RT) with a 1 uM thiol 
modified DNA probe. After washing in PBS the chips were incubated with 1 uM complementary DNA 
solution in PBS for 1 h at RT. Before the measurements the chips were washed in PBS. All DNA 
sequences used in the project are listed in Table 1. 



Table 1. Details of the DNA sequences used in the DNA experiments. 



Name 


Sequence 


DNA probe (SH-DNA) 


5 '-SH-C6-TGTAC ATTTTCTTATATTCT-3 ' 


Complementary DNA (cDNA) 


5 '- AGAATATAAGA AAATGTACATGTCCTGTTTTCTAAATTGT-3 ' 


Non-complementary DNA (ncDNA) 


5 '-CGGG AT AC A ATTGGTGTTGG ACTTTT A A A A AT AGCTTTT A- 3 ' 



The EIS recordings were done using the same parameters and electrolyte solution as described 
above. The impedance spectra were acquired after each step of the DNA sensing procedure: (1) on 
bare cleaned gold electrodes; (2) after overnight immobilization of SH-DNA probe; and (3) after 
hybridization with a complementary DNA (cDNA) target. As all of the electrodes were modified with 
the DNA probe {i.e., also the reference electrode), impedance spectra acquired using the on-chip RE of 
each measuring site were compared with spectra acquired using an external custom made 
pseudoreference electrode (a silver wire covered with AgCl) placed in the measurement chamber. 
Moreover, a control experiment with non-complementary DNA was carried out to evaluate the source 
of the signal change. 

Protein nanofibrils (PNFs) from whey protein isolate were fabricated and functionalized with 
glucose oxidase and thiol moieties using a previously reported multifunctionalization approach [15]. 
Deposition of the functionalized PNFs onto electrodes was done by pipetting 200 uL of a PNF solution 
(2 mg/mL) onto the microchip and allowing the PNFs to sediment onto the electrodes for 30 min. After 
washing of the microchip with milliQ water, the cyclic voltammetry measurements were carried out 
using a mediator solution of potassium ferricyanide ([Fe(CN)6] , 10 mM) with and without the inclusion 
of D-glucose (100 mM). The mediator concentration was chosen after an optimization process to 
clearly visualize the detection peak. A control experiment using fibrils that had not been functionalized 
with glucose oxidase was also conducted. 

3. Results and Discussion 

3.1. Fabrication 

The fabrication process used for the electrodes had three requirements: (1) The gold electrodes 
fabricated should be relatively equal in terms of width and height across the wafer; (2) The width of 
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and the gap between the digits of the IDEs should be equal; (3) The passivation layer should adhere 
well on the substrate (both the oxide and the gold electrodes) so that creeping of electrolyte under the 
layer and onto the metal leads could be eliminated. In an image reversal process an undercut profile is 
expected to be formed in the developed photoresist which prohibits the deposition of a continuous 
metal film. Apart from being difficult to lift-off, such a continuous film would also create rough edges 
(lift-off ears) on the metallic structures, which are unwanted in a process aiming at the fabrication of 
robust well-defined electrode areas. 



3.1.1. Elimination of Lift- Off Ears 



To confirm that no edges were present AFM characterization of the IDEs was performed after the 
lift-off process. The obtained results are shown in Figure 3 and were contrary to expectations. Despite 
the applied image reversal process lift-off ears were formed on the electrode structures, with heights 
ranging from 10 nm all the way to 900 nm above the electrode surface. The height of the lift-off ears 
was depending on the electrode width and the location of the electrode chip on the wafer. Figure 3a-c 
show 2 urn wide structures from different parts of the wafer, while Figure 3d shows 5 um wide 
structures. Although lift-off ears were also present on the 5 um wide structures, they were considerably 
lower, with height distribution up to 200 nm, which still is, however, of the same order of magnitude 
as the height of the electrodes. 

Figure 3. 3D reconstruction of AFM images showing the formed lift-off ears, (a) 2 um 
width structures at the middle of the wafer; (b) 2 um width structures at one edge of 
the wafer; (c) 2 um width structures at the opposite edge of the wafer relative to (b); and 
(d) 5 um width structures at the right side of the wafer; (e) Schematic of the metal evaporation 
process that is thought to cause the uneven distribution of the height of the lift-off ears. The 
letters mark the location at which the images (a)-(d) were taken. 




•a b,d 



Sensors 2014, 14 



9512 



It is clear from Figure 3 that the location of the electrode chips with respect to the centre of the 
wafer has an effect on the height of the ears. Since thermal evaporation was used, the metal is 
deposited on the wafer from a point source (where the electron beam hits the metal target in the 
cubicle) following line of flight, thus hitting a particular point on the wafer at an angle dependent on 
the distance of the point from the centre of the wafer (see illustration in Figure 3e). This means that for 
electrodes located at the edges of the wafer, one side of the photoresist is covered with more metal than 
the other side, which results in the formation of higher lift-off ears. Furthermore, the angle 0 of the 
electrodes relative to the incoming trajectory of the metal also influences the height distribution of the 
formed lift-off ears: An angle of 0° results in the most one-sided deposition whereas at an angle of 90° 
the ear formation is more even. The deposition angle cannot be fully controlled during metal 
evaporation, since placement of the wafer on the holder is done manually. Due to this, the effect of the 
deposition angle was only noted after most of the wafer batches had been processed. However, it was 
clear that the electrodes located closest to the edges of the wafer had the most uneven height 
distribution of lift-off ears. It should be noted that the inhomogeneity of the ear height could to some 
extent be compensated by rotating the holder during deposition. In that case the deposition would have 
been more homogeneous across the wafer, but the lift-off ears would not be eliminated. 

Despite considerable lithography optimization in terms of exposure time and exposure mode 
(constant intensity or constant power) the ears were present every time a new wafer batch was started. 
Moreover, the width of and gap between the IDEs was not the same for the smaller dimensions, having 
variation by as much as 25%. Although a small variation is to be expected, given the nature of 
photolithography, this large deviation cannot only be explained by this. After having first examined the 
used lithographic mask, the developed photoresist was imaged by Scanning Electron Microscopy 
(SEM). The results, shown in Figure 4, confirm that the photolithography process is the probable cause 
for the aberrations in electrode width and gap: (a) the resist profile does not have an undercut, but the 
resist is broader at the bottom of the layer and narrower at the top; and (b) the top surface of the resist 
is not homogeneous in height but has grooves that seem to follow the structures on the mask. The 
results presented in Figures 3 and 4 appeared continuously over a period of 1 year for eight batches of 
wafers fabricated by two cleanroom trained researchers, an experienced cleanroom technician and a 
lithography process specialist. During the same period no other lithography problems were reported by 
cleanroom users. Therefore, we concluded that the problem may have been caused by lightwave 
interference due to the geometry of the fabricated structures. 

The formation of the ears, a common challenge in lift-off processes, poses a large problem for the 
further passivation of the electrodes by PECVD oxide or nitride, and therefore its removal or 
avoidance is imperative. We investigated the use of iodine etch (100:25:500 KI:I 2 :H20 (w/w/v)) to 
remove the sharp ears, which are expected to be etched much faster than the bulk of the gold 
electrodes. However, the etch rate of gold was not controllable using this approach; even a few 
seconds of exposure to the etch solution removed entirely the gold structures from the wafer. For the 
same reason it was not possible to fabricate the electrodes by first depositing the metal followed by 
patterning the electrodes through gold etching. 
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Figure 4. SEM images (at 30° tilt) of the resist structure, (a) The 2 um structures (resist 
lines represent the area between the electrodes), showing an almost 2 fold difference in the 
width of the top and bottom layer of the resist, with a narrower top part. The scalebar is 3 um; 
(b) The resist structure at the end of an electrode, showing an inhomogeneous surface 
topography with a central groove. The electrode (dark region in between the light regions) 
is also ill-defined at the corner. The scale bar is 5 um. 




Figure 5. AFM images of 2 um wide electrodes using the HF etching technique prior to 
metallization, (a) An electrode where no ears are present; and (b) an electrode with 
existing ears with a height that is considerably lower than before and with only partial 
coverage of the electrode surface. The left panels show the AFM image, the middle panels 
show a 3D reconstruction of the AFM image and the right panels show a line profile across 
the electrode width. Scale bar is (a) 1 um and (b) 2 um. 




A solution to the problem was found by introducing an HF etching step after the photolithography 
of the electrodes prior to depositing the metals [16,17]. Due to the isotropic nature of the HF etch, a 
groove on the silicon dioxide surface is created, which is slightly wider than the area where the resist is 
removed. By timing the HF etch so that about 150 nm of silicon dioxide are removed, only a few 
nanometers of metal remain over the silicon dioxide surface. AFM images of the resulting structures 
after metal deposition and lift-off are shown in Figure 5. By utilizing this HF etching step a significant 
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decrease in the formation of ears is achieved both in terms of electrode area coverage as well as ear 
height. As shown in Figure 5b, the maximum ear height is slightly over 50 nm compared to the 
previously observed heights of over 900 nm. Moreover, based on optical microscopic examination of 
the structures, we estimate that when using the HF technique maximally 10% of the electrode area has 
lift-off ears, compared to a nearly total coverage when no etching is used. 

3.1.2. Optimization of Passivation Layer 

Passivation of the electrodes was originally attempted by depositing 1000 nm of PECVD silicon 
dioxide. The effect of the lift-off ears on the passivation layer can be seen both immediately by optical 
microscopy after finishing the fabrication process and electrochemically after acquiring a CV on the 
fabricated electrode chips. Cracks are present on the silicon dioxide layer and there are entire regions 
with no silicon dioxide at all (Figure 6a). These missing pieces are found deposited on other parts of 
the wafer. Moreover, the oxide layer that does adhere on the metallic leads after the finished 
fabrication process cracks during acquisition of a CV due to the large electric field generated at the 
very sharp edges of the ears (Figure 6b). 

Figure 6. (a) Optical microscope images of electrodes and leads with visible cracks in the 
silicon oxide passivation layer; (b) The reference electrode before (left) and after (right) a 
CV was acquired. New cracks are visible after acquisition of the CV; (c) The three 
electrodes after fabrication, wafer dicing, cleaning and measurement. No cracks can be 
seen in the utilized silicon nitride passivation layer. Scale bars in (a) and (b) are 50 um, and 
in (c) 700 um. 




On the chips with no (or with limited presence of) lift-off ears, i.e., those fabricated with the HF 
etching step, there are no cracks present after the last fabrication step. These are however introduced 
on the larger structures during dicing of the wafers with a diamond saw in order to acquire the 
individual electrode chips. This can be avoided to a certain extent by dicing the wafers before 
removing the photoresist layer used in the last lithography step for patterning the silicon oxide 
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passivation layer. In this case, the resist is removed outside the cleanroom on a chip-to-chip basis by 
soaking each chip in boiling acetone. Acquisition of CVs does not introduce cracks in this case; 
however it was noticed that the cleaning procedure before electrochemical characterization also can 
introduce cracks in the passivating oxide layer. 

For these reasons the passivation layer was changed to PECVD silicon nitride, which adheres better 
on the gold electrodes and is commonly used as a passivation layer [18]. Although nitride takes longer 
time to deposit on the wafer and also increases the parasitic capacitance of the chip, the etching time in 
RIE for the 500 nm layer is only 7 min, compared to about 1 h for the PECVD oxide, and there are no 
visible cracks after the fabrication, dicing of the wafers, removal of the resist or after measurements 
(Figure 6c). The adhesion of the nitride to the gold electrodes can further be quantified by looking at 
the EIS spectra acquired during the characterization, as will be presented in the next section. PECVD 
silicon nitride is generally free of pinholes (less than 1 pinhole per cm 2 [19]) and according to the 
cleanroom quality control data the number of particles on the nitride, the refractive index and the 
deposition rate were all within the specifications at the time of the fabrication. No further 
measurements of the pinhole density were therefore carried out. Finally, electrical breakdown 
measurements for the deposited nitride were carried out at the non-etched regions by sweeping the 
voltage across the nitride layer from 0 to 200 V (limit of the device) without any measurable 
breakdown of the nitride. The current through the nitride at 200 V was about 180 nA. 

3.2. Electrochemical Characterization 

Considering that the best results in terms of electrode dimension reproducibility, ear removal and 
passivation were achieved with larger size structures the chip design was modified by changing the 
electrode width to 10 um. All characterization results presented in this section were obtained on the 
IDEs having 10 um width and gap size. 

The effect of the cleaning process can be seen in Figure 7. Impedance spectra (Figure 7a) and CVs 
(Figure 7b) acquired on the IDEs are shown both before cleaning and after the two cleaning steps. The 
impedance spectra show how the charge transfer resistance is reduced after each cleaning step and the 
CVs show how the cathodic and anodic peaks become more pronounced. Usually there is only a small 
difference between the CVs after the 1st and 2nd cleaning steps, which is in agreement with the results 
described in [14]. 

The behavior shown in Figure 7 is reproducible on all 12 IDEs of a chip, although the quality of the 
electrodes before the cleaning steps can sometimes vary significantly. The reason for this is most likely 
the dicing of the wafers to obtain the individual chips and the subsequent removal of the resist after the 
dicing. Dicing introduces a significant amount of silicon particles on the wafer surface (and thus on the 
electrodes) and the resist cannot be removed effectively by only soaking in boiling acetone. Therefore 
it is plausible that directly after fabrication some of the electrodes are cleaner than others. 

After the cleaning described in the materials and methods section all of the 12 sets of electrodes are 
practically identical in their electrochemical behaviour. This can be seen in Figure 8a, showing CVs 
acquired on all of the 12 electrodes. The 12 CVs are significantly superimposed on each other, 
confirming the good reproducibility of both the fabrication process and the cleaning procedure. EIS 
spectra acquired on all of the 12 electrodes after cleaning are also identical (Figure 8b). 
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Figure 7. (a) Impedance spectra and (b) CVs recorded on a WE before and after each 
cleaning step. Each step reduces the charge transfer resistance and improves the cathodic 
and anodic peak of the CVs. 
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Figure 8. CVs (a) and EIS spectra (b) recorded on all of the 12 WEs using the on chip 
reference and counter electrodes for each measuring site. The CVs and EIS spectra are well 
superimposed on each other, presenting practically identical peak potentials and currents as 
well as impedance on each of the 12 electrodes. 
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Figure 8b also provides evidence of the good adhesion between the nitride passivation layer to the 
gold electrodes. In the case of bad adhesion, i.e., a cavity forming between the metal and the 
passivation layer, there would be a low frequency distortion of the spectra. This means that the straight 
line of Figure 8b at roughly an angle of 45° would no longer be a line but a curve. This is indeed the 
case when EIS spectra is taken for oxide as a passivation layer (data not shown). 
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3.3. Applications of the Microelectrode Array Chip 

Many applications of the electrodes involve modification of their surface using for instance 
deposition of self-assembled monolayers (SAMs) of thiols [20]. In such processes all the gold 
electrodes, including REs and CEs are modified simultaneously although only the IDEs should ideally 
be modified. This can inevitably influence the recorded electrochemical signal. We have therefore 
compared the sensing abilities of the electrodes in terms of monitoring DNA hybridization when using 
the on-chip RE and an external pseudo RE. After incubation with a DNA probe the charge transfer 
resistance (the semicircle of Figure 9a) increases, as the DNA probe is negatively charged and 
therefore inhibits the electrons from the mediator reaching the electrode. When complementary DNA 
binds to the DNA probe the negative charge on the electrode increases further, as does the recorded 
charge transfer resistance. No such change is observed when the DNA is a non-complementary strand, 
as can be seen in Figure 9b, as there is no binding with the immobilized DNA probe occurring. We 
note that the data presented in Figure 9a,b are not from the same experiment; the change in charge 
transfer resistance depends on the amount of the probe/complementary DNA binding on the chips, 
which can differ from experiment to experiment. 

Figure 9. (a) Impedance spectra acquired on a bare WE, the same WE after modification 
of the electrode surface with a DNA probe and after hybridization with a complementary 
DNA (cDNA) using the on chip and an external reference electrode. The difference 
between spectra recorded with the two different REs is minimal after the first modification 
but is increased when the surface of the on-chip reference electrode is further modified by the 
cDNA. However, detection of DNA hybridization is clearly possible using the on-chip RE; 
(b) Control experiment (using RE on chip) where a non-complementary DNA strand is 
first hybridized on chip. The EIS spectra remain virtually unchanged as no binding occurs 
between the DNA probe and the non-complementary strand. 
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As can be seen in Figure 9a, there is a difference in the recorded impedance spectra after DNA 
hybridization when using either the on-chip RE, which is modified together with the IDEs, or an 
external RE. Although there is a difference between the spectra recorded with the two different REs, 
this is quite small and the detection of the hybridization is still clearly possible using the on-chip REs. 
Our results are comparable with those obtained using an external reference electrode [21] or an on-chip 
reference electrode made of platinum [22] . 

An additional application for the microelectrodes created in this work is the creation of a 
glucose-biosensing platform. PNFs formed from whey protein isolate were utilized as a nanoscaffold 
for glucose oxidase (GOx) immobilization on the interdigitated WEs. The PNFs were functionalized with 
GOx for biosensing and with thiol moieties for gold surface attachment using a multifunctionalization 
approach [15]. After PNF-GOx immobilization onto the electrodes, cyclic voltammetry was used 
as detection method. The mediated glucose response is seen by an increase in anodic peak current 
(Figure 10a). The glucose detection peak is reflecting the mediator oxidation upon the redox reactions 
occurring between the glucose and the glucose oxidase immobilized on the electrodes via the protein 
nanofibrils. There is a small reduction peak (both in the presence and not of glucose), but it is hidden 
by a large cathodic ohmic behavior which arises due to the nature of the electrode's reversibility 
characteristics in this particular batch and due to the high double-layer capacitance from the presence 
of the protein nanofibrils (and other protein material) sitting on the surface of the electrode. As a 
control, the response of electrodes covered with non-modified fibrils (i.e., fibrils without the glucose 
oxidase enzyme) and exposed to the same detection solution (glucose + mediator) was recorded and 
shown in Figure 10b. There is again a large cathodic current as before but no oxidation peak can be 
seen. Although there are some issues with the electrode surface properties in this particular experiment, 
there is a clear difference between the control and the glucose oxidase modified nanofibrils. These 
results are comparable to similar PNF-based glucose biosensor systems that utilize commercially available 
electrodes [15]. 

Figure 10. (a) Typical cyclic voltammogram of the biosensor platform's response to glucose 
(100 mM) in a Ferricyanide mediator (10 mM) (red) and to the mediator alone (black), 
using individual WE/CE/RE microelectrode sets and a potential sweep rate of 100 mV/s; 
(b) A CV obtained from electrodes modified with fibrils without the immobilized glucose 
oxidase enzyme. 
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4. Conclusions/Outlook 

In conclusion, we have presented a simple and robust process for the fabrication of microelectrode 
chips having 12 identical individually addressable electrochemical measuring sites. The common 
microfabrication issue of the lift-off ears has been solved by an HF dip before metallization and the 
electrodes have been effectively passivated by a 500 nm silicon nitride layer exposing only the small 
electrode areas to the analytes and thus reducing measuring noise. The optimized protocol has been used 
in processing numerous batches of wafers during the past 3 years with consistent and reproducible 
results, yielding WEs having the same impedance levels after the optimized cleaning procedure. 

The chips have been characterized by cyclic voltammetry and electrochemical impedance 
spectroscopy and the results show that all 12 electrodes are identical in their electrochemical 
behaviour. Moreover, we have shown that the on-chip reference electrode can be used even when the 
application calls for a modification of the surface of the electrodes, which was successfully 
demonstrated by the detection of DNA hybridization by impedance spectroscopy and by a protein 
nanofibril-based glucose biosensing via cyclic voltammetry. 

The fabricated chips have been used in various applications, such as monitoring of dopamine 
exocytosis from PC 12 cells, where the electrodes were modified by an overoxidised polypyrrole 
layer [23] and mercaptopropionic acid SAM [24]. 

Finally, we note that the chip design is easily modified in order to accommodate other electrode 
geometries, like for example a 7 x 7 array of circular flat gold or 3D electrodes in polymer [25] 
centered on the chip. Furthermore, by adding a few extra steps in the fabrication sequence to 
accommodate for patterning and etching structures in silicon by KOH, arrays of 3D electrodes [26,27] 
can be made on the same platform, thus improving the electrode impedance due to the increased 
surface area [28]. 
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